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Overview 


Anemometer LB-10AMM is a portable meter, designed with a 
microcontroller system. It provides measurement of air flow, air velocity 
and air temperature. Large, clear display with backlit ensures optimal 
readability, even in a dark environment. The unit automatically shuts down 
after 15 minutes of inactivity, thus extends battery life. 


Specifications : 
0.3 m/s ~ 45.0 m/s 
1.0 km/s ~ 162.0 km/s 
Air velocity range 59 ft/min ~ 8858 ft/min 
0.5 knots ~ 87.5 knots 


0.6 mph ~ 100.6 mph 


0 ~ 9999 x 100 CMM 
Air flow 
0 ~ 9999 x 100 CMM 
A i 0.001 m? ~ 9999 m? (0.001 ft? ~ 
rea se 
9999 ft?) 


Air velocity units m/sec, ft/min, km/sec, knots or mph 


-30 °C ~ 60°C 
Temperature range 
-22 °F ~ 140 °F 


Operating conditions -4 °F ~ 140 °F 


< 90 % RH (non-condensation) 


-30 °C ~ 70°C 


Storage conditions -22 °F ~ 158 °F 


< 70% RH 


Level 1-12 by analog bar graph 


Air velocity level indications 


Level 12 above by digits 


Dimension (L x W x H) 


Features : 


o Dual display for velocity and temperature 

o User selectable units 

o Average reading for last 30 values (air velocity or flow) 
o Auto power off function 

o MAX/MIN and HOLD function 

o Low battery indication 


Applications : 


Used in industries, academic institutes, hospitals, research to measure air 
velocity, air flow and temperature for environmental monitoring, quality 
control, safety and health. 


Standard Accessories : 


Sr No|Accessory name 


9 V battery 
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